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Background and purpose: The Electro Sensor Complex (ESC) is software that combines 

three devices using bioelectrical impedance, galvanic skin response, and spectrophotometry: 

(1) ES-BC (Electro Sensor-Body Composition; LD Technology, Miami, FL) to assess body 

composition, (2) EIS-GS (Electro Interstitial Scan-Galvanic Skin; LD Technology) to predict 

autonomic nervous system activity, and (3) ES Oxi (Electro Sensor Oxi; LD Technology) to 

assess cardiac output. The objective of this study was to compare each to a standardized assess-

ment: ES-BC to dual-energy X-ray absorptiometry (DXA), EIS-GS to heart rate variability, and 

ES Oxi to BioZ Dx Diagnostic System (BioZ Dx; SonoSite Inc, Bothell, WA).

Patients and methods: The study was conducted in two waves. Fifty subjects were assessed 

for body composition and autonomic nervous system activity. Fifty-one subjects were assessed 

for cardiac output.

Results: We found adequate relative and absolute agreement between ES-BC and DXA for 

fat mass (r = 0.97, P , 0.001) with ES-BC overestimating fat mass by 0.1 kg and for body fat 

percentage (r = 0.92, P , 0.001) with overestimation of fat percentage by 0.4%. For autonomic 

nervous system activity, we found marginal relative agreement between EIS-GS and heart rate 

variability by using EIS-GS as the predictor in a linear regression equation (adjusted R2 = 0.56, 

P = 0.03). For cardiac output, adequate relative and absolute agreement was found between 

ES Oxi and BioZ Dx at baseline (r = 0.60, P , 0.001), after the first exercise stage (r = 0.79, 

P , 0.001), and after the second exercise stage (r = 0.86, P , 0.001). Absolute agreement was 

found at baseline and after both bouts of exercise; ES Oxi overestimated baseline and stage 1 

exercise cardiac output by 0.3 L/minute and 0.1 L/minute, respectively, but exactly estimated 

stage 2 exercise cardiac output.

Conclusion: ES-BC and ES Oxi accurately assessed body composition and cardiac output 

compared to standardized instruments, whereas EIS-GS showed marginal predictive ability for 

autonomic nervous system activity. The ESC software managing the three devices would be 

useful to help detect complications related to metabolic syndrome, diabetes, and cardiovascular 

disease and to noninvasively and rapidly manage treatment follow-up.

Keywords: fat mass, autonomic nervous system activity, Electro Sensor Complex, dual-energy 

X-ray absorptiometry, heart rate variability, and bioimpedance cardiography

Introduction
During the past twenty years, the US has succumbed to a pervasive obesity epidemic.1,2 

In 1980, fewer than 47% of Americans were overweight (body mass index [BMI] 

.25 kg/m2) and less than 15% were obese (BMI .30 kg/m2). Today, approximately 
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67% of Americans are overweight and over 27% are obese.2,3 

Unfortunately, a concurrent and parallel rise in metabolic 

syndrome exists and is accompanied by complications of 

diabetes, hypertension, and cardiovascular disease (CVD). 

The prevalence of metabolic syndrome appears to be roughly 

33% of the American population according to standard 

guidelines.4,5

An interaction of factors contributes to the complications 

of metabolic syndrome on multiple organ system levels. For 

example, central fat is linked to increased inflammation, risk 

of diabetes, and metabolic syndrome.6–8 Autonomic nervous 

system imbalance, including vasoconstriction, increases 

heart rate and levels of epinephrine and norepinephrine, and 

hemodynamic disorders (eg, systemic vascular resistance or 

cardiac output deficits) are also pathological factors leading 

to hypertension, diabetes, and CVD.9,10

A software complex (Electro Sensor Complex [ESC]) 

managing three devices, ES-BC (Electro Sensor-Body 

Composition; LD Technology, Miami, FL), EIS-GS (Electro 

Interstitial Scan-Galvanic Skin; LD Technology), and ES Oxi 

(Electro Sensor Oxi; LD Technology), can rapidly measure all 

of the aforementioned factors related to metabolic syndrome: 

(1) body composition, (2) autonomic nervous system activity, 

and (3) cardiac output, respectively. The ES-BC device uses 

bioelectrical impedance analysis to estimate percent body 

fat, but it has never been compared to a gold standard for 

body composition, such as dual-energy X-ray absorptiometry 

(DXA).11 The EIS-GS response device has been shown to 

reflect autonomic nervous system activity, however it has 

never been used to predict a standardized assessment, such 

as heart rate variability (HRV).12 The ES Oxi device, using a 

digital pulse oximeter with photoelectric plethysmography, 

can estimate arterial stiffness,13 but it has never been com-

pared to a standardized assessment of cardiac output, such as 

with the BioZ Dx Diagnostic System (BioZ Dx; SonoSite Inc, 

Bothell, WA) that uses impedance cardiography. Thus, if the 

assessments from the three devices (ES-BC, EIS-GS, and ES 

Oxi) are not different when compared to standardized assess-

ments, then the ESC software would be particularly useful 

for detecting complications related to metabolic syndrome, 

diabetes, and CVD and to potentially assist in managing treat-

ment follow-up. In addition, the ESC software managing the 

three devices can assess patients within 5 minutes, providing 

a rapid and convenient clinical tool.

Given the enormous public health burden of metabolic 

syndrome and the associated morbidities of diabetes, hyper-

tension, and CVD, an accurate, easy-to-use, low-cost, and 

rapid assessment of body composition, autonomic nervous 

system  activity, and cardiac output would greatly improve 

the assessment and treatment of at-risk individuals, espe-

cially if it was performed by trained nonclinical personnel, 

ie, individuals assisting physicians. Therefore, the objectives 

of this study were to compare the: (1) ES-BC to DXA, the 

gold standard of body composition assessment; (2) EIS-GS 

response device to a standardized assessment of autonomic 

nervous system activity (ie, HRV); and (3) ES Oxi device to 

a standardized assessment of cardiac output (BioZ Dx). The 

results of the study will be applicable for clinicians interested 

in simplifying the screening and management plan of meta-

bolic syndrome, diabetes, hypertension, and CVD.

Materials and methods
This study was performed in two waves; the first to assess 

body composition and autonomic nervous system activity 

and the second to assess cardiac output. Both waves of the 

study were conducted with the approval of the University 

of Miami Institutional Review Board for human subjects’ 

research, participants signed informed consent before com-

mencing in the study, and confidentiality was maintained for 

all participants’ data.

Wave 1
study participants
All participants (n = 50) were recruited by referrals at the 

University of Miami Miller School of Medicine campus 

throughout 2009. The sample comprised of 40% males 

(n = 20) and 60% females (n = 30) with a mean age of 32.3 

years (standard deviation [SD] = 10.2; range 20–62).

inclusion and exclusion criteria
Potential participants were $18 years of age and had expressed 

an interest in having their body composition and autonomic 

nervous system activity assessed. Subjects were not enrolled 

in the study if they: (1) were unable to consent to the study; 

(2) wore an automatic external defibrillator device; (3) had 

erratic, accelerated, or mechanically-controlled irregular heart 

rhythms; (4) had arterial fibrillation/flutter; (5) had atrioven-

tricular block; (6) had dermatological lesions or excessive hair 

that would be in contact with the placement of the electrodes 

on the devices; (7) had any implanted electronic device; (8) 

were during or within ± 2 days of menstruation; (9) had a fever 

above 37°C during the assessment; (10) were taking diuretics; 

(11) had a history of renal or heart failure; (12) had excessively 

used alcohol or stimulants (amphetamines) 12 hours before 

the examination; (13) had diarrhea during the assessment; (14) 

had engaged in intense physical activity or the use of a sauna 
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8 hours before the examination; (15) had edema; and/or (16) 

were pregnant.

Procedure
Each participant completed a basic demographics and medi-

cal history questionnaire on the day of the assessment. Height, 

to the nearest 0.5 cm, and weight, to the nearest 0.5 kg, were 

measured with a standard scale. Subjects were assessed with 

the ES-BC and EIS-GS, including HRV, at the University of 

Miami Center for Complementary and Integrative Medicine 

and then taken to the Pediatric Clinical Research Laboratory 

for the DXA scan. The entire assessment took less than 1 hour 

for each participant.

Body composition: Es-Bc assessment
ES-BC uses a single frequency electrical bioimpedance ana-

lyzer in tetrapolar mode to assess body fat percentage and 

fat mass. The device measures current, voltage, and phase 

angle and calculates impedance, resistance, and  reactance. 

The software computes these values using accepted peer-

reviewed published algorithms tailored to the general 

population and persons who are obese.14–17 The software 

automatically selects the algorithm based on the participant’s 

values entered into the database (ie, gender, height, weight, 

age, and activity level).16

Body composition: DXA assessment
DXA was conducted with a Lunar Prodigy Pro™ scanner 

with enCORE software 7.5 (GE Healthcare, Madison, WI), 

which has previously demonstrated adequate reliability 

for body composition assessment.18 DXA is based on the 

three-compartment model of body composition and uses 

dual-energy X-ray to measure fat, lean soft tissue, and bone 

mineral in approximately 10 minutes.11

Autonomic nervous system activity: Eis-gs 
assessment
The EIS-GS utilizes a universal serial bus (USB) plug and play 

hardware including an interface box, disposable electrodes, and 

reusable plates and cables with software installed on a computer. 

The system performs bioimpedance in bipolar mode with direct 

current and measures the electrical conductivity of 11 path-

ways of the body, each recorded twice from anode to cathode 

(SDC+) and then from cathode to anode (SDC-). Electrode 

polarization does not affect the bioimpedance measurement,19 

and the transmission of the current from the electrode to the 

hardware is performed by  chronoamperometry.20 With direct 

current, the plasma membrane acts as an insulator, and the 

 current is not able to penetrate the cell, so most of the current 

flows around the cell and remains in the interstitial fluid.19 

Analysis of the direct current in electrolytic solution is per-

formed at both the anode and the cathode. The electrochemical 

reaction at the cathode is: 2H
2
O + 2e- = H

2
 (gas) + 2OH-(base), 

and the electrochemical reaction for water at the anode is: 

2H
2
O = O

2
(gas) + 4H+ + 4e-(acid). Finally, spectral analysis by 

EIS-GS is an application of the fast Fourier transform of the 

entire signal composed of the conductivity measurements. The 

fast Fourier transform components of EIS-GS are high frequency 

(HF), low frequency (LF), and very low frequency (VLF).

Autonomic nervous system activity: hRV analysis
Standardized assessment of the autonomic nervous system 

involves electrocardiogram rhythm analysis of the NN and 

RR intervals both in the full domain of activity and in the 

spectral analysis.21 The HRV assessment records three main 

spectral components in 2–5 minutes: VLF, LF, and HF.22 The 

HF percent represents parasympathetic (vagal) activity, and 

the LF percent represents sympathetic system activity.21,22

Wave 2
study participants
All participants (n = 51) were recruited by referrals at the 

University of Miami Miller School of Medicine campus 

throughout 2010. The sample was comprised of 49% males 

(n = 25) and 51% females (n = 26) with a mean age of 31.1 

years (SD = 10.8; range 18–65).

inclusion and exclusion criteria
In addition to the same inclusion/exclusion criteria as those 

in wave 1, potential participants for wave 2 could not have: 

(1) had dyes recently introduced into the bloodstream, such 

as methylene blue, indocyanine green, indigo carmine, 

and fluorescein; (2) had significant levels of dysfunctional 

hemoglobins, such as carboxyhemoglobin or methemoglobin; 

(3) had any condition restricting blood flow, such as severe 

systemic vascular resistance; and/or (4) worn fingernail pol-

ish or false fingernails during the testing. Any of these could 

affect the accuracy of peripheral oxygen saturation of arterial 

hemoglobin (SpO
2
%) measurement from the oximeter, so 

subjects meeting any of these criteria were excluded.

Procedure
Each participant completed a basic demographics and medi-

cal history questionnaire at the assessment. Subjects were 

assessed with ES Oxi and BioZ Dx devices in the Univer-

sity of Miami Center for Complementary and Integrative 
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 Medicine and Medical Wellness Center. Each subject began 

the assessment by sitting at rest for 5 minutes and had cardiac 

output measured simultaneously by ES Oxi and BioZ Dx 

devices. Then, the subject walked for 6 minutes on a treadmill 

at low-to-moderate intensity (less than 70% of maximal age-

adjusted predicted heart rate [220-age]), and cardiac output 

was measured simultaneously immediately afterward by ES 

Oxi and BioZ Dx devices. Finally, each subject walked for a 

second 6-minute bout of exercise on the treadmill at the same 

intensity, and cardiac output was measured simultaneously 

immediately afterward by ES Oxi and BioZ Dx devices. 

Thus, three measurements were completed: one at rest and 

two following 6-minute bouts of low-to-moderate intensity 

exercise on a treadmill. The entire assessment took less than 

1 hour for each participant.

cardiac output: Es Oxi
The ES Oxi module utilizes a USB plug and play hardware 

device including an electronic box and reusable SpO
2
 probe 

and software installed on a computer. It is intended to: (1) 

spot check or monitor SpO
2
% and pulse rate and (2) analyze 

the pulse waveform (photoelectrical plethysmography) pro-

vided by the oximeter. The analysis provides indicators of 

arterial stiffness.23 The ES Oxi uses the same algorithms as 

BioZ Dx to derive mean arterial pressure, systemic vascular 

resistance, and stroke volume.24

cardiac output: BioZ Dx impedance  
cardiography assessment
BioZ Dx is a noninvasive heart monitor based on technology 

known as impedance cardiography. BioZ Dx provides the 

clinician with information about the heart’s ability to deliver 

blood to the body, the amount of force the heart exerts at 

each beat, and the amount of fluid in the chest. Specially-

designed bioimpedance sensors placed on the neck and chest 

monitor 12 different parameters, including cardiac output, 

contractility, systemic vascular resistance, and thoracic fluid 

content. These sensors monitor the electrical conductivity of 

the thoracic part of the body.24

Data analysis for study waves 1 and 2
Data were analyzed using SPSS for Windows (v 18; SPSS 

Inc, Chicago, IL). Frequency and descriptive statistics were 

calculated on all variables. We used chi-square to compare 

subjects by body fat percentage categories on the ES-BC 

and DXA assessments according to criteria of the  American 

Council on Exercise for women and men. For women, 

essential fat is 10%–13%, athlete is 14%–20%, fitness is 

21%–24%, average is 25%–31%, and obesity is 32% or 

greater. For men, essential fat is 2%–5%, athlete is 6%–13%, 

fitness is 14%–17%, average is 18%–24%, and obesity is 25% 

or greater. We used independent sample t-tests to compare 

differences between ES-BC and DXA for body fat percentage 

and fat mass and ES Oxi and BioZ Dx for cardiac output. We 

used Pearson product-moment correlation to determine the 

strength of the relationships between: (1) ES-BC and DXA 

for body fat percentage and fat mass and (2) ES Oxi and BioZ 

Dx at baseline and after both bouts of exercise for cardiac 

output. To evaluate the presence of systematic error between 

each pair of variables, Pearson product-moment correlation 

was utilized to compare the average of the methods and 

the mean difference score for each method. Bland–Altman 

analysis was used to determine absolute limits of agreement 

for each variable.25,26 For autonomic nervous system activity, 

we used linear regression to determine the predictability of 

EIS-GS HF (normal range 22%–34%) on HRV LF (normal 

range 22%–46%). We evaluated the adjusted R2 of the 

model and the 95% confidence intervals of the intercept and 

slope to assess the level of systematic error between the two 

variables. We used α = 0.05 as the criterion for statistical 

significance.

Results
Overall, subjects completed the assessments without report-

ing any adverse events, and the assessments were completed 

in a timely fashion.

clinical measurements
For wave 1, the participants’ (n = 50) mean height was 

169.5 cm (SD = 11.0, range 150–190.5), mean weight 

was 72.0 kg (SD = 19.0, range 45–117), and mean BMI 

was 25.1 kg/m2 (SD = 6.2, range 18.4–48.7). For wave 2, the 

participants’ (n = 51) mean height was 172.0 cm (SD = 11.0, 

range 152–193), mean weight was 78.5 kg (SD = 19.0, range 

54–136), and mean BMI was 26.4 kg/m2 (SD = 6.6, range 

19.6–56.7).

Body composition
The chi-square analysis between ES-BC and DXA resulted 

in a disparate proportion of classifications (χ2[9] = 46.3, 

P , 0.001). According to ES-BC body fat percentage, 

subjects were classified as: (1) athlete (n = 4, 8%), fitness 

(n = 9, 18%), average (n = 20, 40%), and obese (n = 17, 

34%). According to DXA body fat percentage, subjects were 

classified as: (1) athlete (n = 8, 16%), fitness (n = 11, 22%), 

average (n = 15, 30%), and obese (n = 16, 32%). For example, 
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Table 1 comparisons between devices on body composition, 
autonomic nervous system activity, and cardiac output

Measure t-test (df), 
P value

ES-BC DXA
Fat mass (kg) 19.8 ± 10.2 

(10.6, 58.2)
19.7 ± 12.3  
(6.7, 60.5)

0.04(98), 
0.97

Body fat percentage 26.8 ± 8.2  
(12.2, 50.5)

26.5 ± 11.0  
(8.6, 53.5)

0.18(98), 
0.86

Eis-gs hRV
Autonomic nervous system  
activity (frequency)

24.6 ± 8.8  
(2.7, 49.7)

33.5 ± 12.1  
(15.3, 62.4)

4.17(98), 
0.0001

ES Oxi BioZ Dx
Baseline resting cardiac  
output (L/minute)

6.1 ± 1.1  
(4.0, 10.0)

5.8 ± 1.3  
(3.7, 8.9)

1.26(100), 
0.21

First exercise stage  
cardiac output (L/minute)

6.1 ± 1.0  
(4.5, 8.8)

6.0 ± 1.3  
(2.6, 8.6)

0.44(100), 
0.66

second exercise stage cardiac 
output (L/minute)

6.2 ± 1.2  
(4.0, 8.8)

6.2 ± 1.4  
(3.8, 9.2)

0.01(100), 
0.99

Note: Values are mean ± standard deviation (minimum, maximum).
Abbreviations: Es-Bc, Electro sensor-Body composition; Eis-gs, Electro 
interstitial scan-galvanic skin; Es Oxi, Electro sensor Oxi; DXA, dual-energy X-ray 
absorptiometry; hRV, heart rate variability; BioZ Dx, BioZ Dx Diagnostic system; 
df, degrees of freedom.

submit your manuscript | www.dovepress.com

Dovepress 

Dovepress

173

Esc to compare body composition, autonomic activity, cardiac output

DXA classified eight subjects in the athlete category, whereas 

ES-BC only classified four subjects in the athlete category, 

and only two subjects were classified as an athlete according 

to both devices.

The mean values according to ES-BC for body fat 

percentage and fat mass were statistically similar to DXA. 

We found adequate relative agreement between ES-BC and 

DXA, as the correlation values of these two methods for fat 

mass was r = 0.97, P , 0.001 and for body fat percentage 

was r = 0.92, P , 0.001. Compared to DXA in absolute 

terms, ES-BC overestimated fat mass by 0.1 kg and body 

fat percentage by 0.4% with wide limits of agreement 

for each variable (fat mass -7.0 to 7.2 kg and body fat 

percentage -8.8% to 9.5%) (Table 1, Figures 1 and 2). For 

fat mass, systematic error was observed between ES-BC 

and DXA, as indicated by a significant correlation of the 

difference value and the average score (r = 0.60, P , 0.001). 

Systematic error was also observed for body fat percentage 

with a significant correlation found between the difference 

value and the average score (r = 0.61, P , 0.001). At 

higher levels of fat mass and body fat percentage, ES-BC 

underestimated both values compared to DXA.

Autonomic nervous system activity
Utilizing EIS-GS HF as the predictor variable and the HRV 

LF as the dependent variable in a linear regression, the model 

was statistically significant (F[1, 49] = 63.8, P , 0.001). The 

adjusted R2 value was 0.56. The 95% confidence interval of 

the intercept was 1.02 and 14.7 (intercept does not include 

0), and the 95% confidence interval of the slope was 0.78 

and 1.30 (slope does include 1), thus demonstrating some 

level of systematic error.

cardiac output
Adequate relative agreement was found between ES Oxi 

and BioZ Dx based on strong correlation values of r = 0.60, 

P , 0.001 at baseline, r = 0.79, P , 0.001 after the first 

exercise stage, and r = 0.86, P , 0.001 after the second exer-

cise stage. The mean cardiac output values according to ES 

Oxi for baseline, stage 1 exercise, and stage 2 exercise were 

statistically similar to BioZ Dx. Compared with BioZ Dx in 

absolute terms, ES Oxi overestimated baseline and stage 1 

exercise cardiac output by 0.3 L/minute and 0.1 L/minute, 

respectively, but exactly estimated stage 2 exercise cardiac 

output with narrow limits of agreement for each variable 

(baseline cardiac output -1.9 to 2.4 L/minute; stage 1 exer-

cise cardiac output -1.5 to 1.6 L/minute; and stage 2 exercise 

cardiac output -1.3 to 1.4 L/minute) (Table 1, Figures 3–5). 

No systematic bias was demonstrated for baseline and stage 

2 exercise cardiac output (r = 0.18, P = 0.20 and r = 0.28, 

P = 0.05, respectively). For stage 1 exercise cardiac output, 

systematic bias was observed between the two methods 

(r = 0.40, P , 0.01).

Discussion
The results of the study demonstrate relative and absolute 

agreement of ES-BC, a measure of body composition, and 

ES Oxi, a measure of cardiac output, when compared with 

the standard assessments of DXA and BioZ Dx, respectively. 

For ES-BC, the limits of agreement were wide and systematic 

error was present. For ES Oxi, all three measures had narrow 

limits of agreement and systematic error was only present 

in stage 1 exercise, but not present for baseline or stage 2 

exercise. Regarding autonomic nervous system activity, the 

results indicate marginal predictive ability of EIS-GS when 

regressed on HRV.

Given the enormous epidemics of metabolic syndrome 

and obesity, the ES-BC device makes it simple and easy for 

clinicians to provide their patients with information about 

body fat composition. Most clinicians do not have access 

to DXA equipment and are unfamiliar with administering 

a body fat assessment with a skinfold caliper. The ES-BC 

device provides the ability to accurately assess patients’ body 

fat composition. The ES-BC assessment is potentially more 

accurate than assessing adiposity with BMI, as BMI is not a 
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Figure 1 Bland–Altman plot of fat mass between Es-Bc (Electro sensor-Body composition; LD Technology, Miami, FL) and dual-energy X-ray absorptiometry (DXA).
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Figure 2 Bland–Altman plot of body fat percentage between Es-Bc (Electro sensor-Body composition; LD Technology) and dual-energy X-ray absorptiometry (DXA).

direct measure of body fat.27,28 The ES-BC assessment may 

also be more accurate than other bioimpedance devices that 

have been previously compared to DXA and demonstrated 

less significant relationships among body composition 

variables.29

The marginal predictive capacity of EIS-GS on HRV 

raises a question about what EIS-GS is actually measuring. 

HRV is related to sympathetic system activity estimated at 

the level of the HRV, and EIS-GS is related to sympathetic 

system activity estimated at the level of the interstitial fluid. 

The interstitial fluid represents the main component of living 

tissue. The mechanisms of action of the autonomic nervous 

system activity on living tissue are: (1) vasoconstriction 

of capillaries to decrease tissue blood flow,30 (2) increased 

Na-K ATP pump activity,31 and (3) shifting capillary fluid 

to regulate blood pressure and increase the interstitial fluid 

volume.32 Therefore, EIS-GS could be a marker of vaso-

constriction and blood flow, Na-K ATP pump activity, and 

interstitial fluid volume.

Additional studies have been performed to further 

explicate these relationships, and EIS-GS has been used to 

screen for prostate cancer as an adjunct to prostate specific 

antigen33 and as a marker of selective serotonin reuptake 

inhibitor treatment response.34 In these two studies, some 

conclusions were drawn to show that EIS-GS could detect 

prostate cancer and could be a marker of the response to 

selective serotonin reuptake inhibitor treatment through the 

electrochemical detection of acidic tissue or a change in the 

impedance in abnormal tissue. However, the detection of 

autonomic nervous system activity was not determined in 

these two studies.

Given the severity and magnitude of CVD as the number 

one global killer35 and hypertension as a major risk factor in 

the development of metabolic syndrome, ischemic heart dis-

ease, heart failure, kidney disease, and cerebrovascular dis-

ease leading to stroke,36 the ability to accurately measure the 

cardiac output with ES Oxi could prove to be  invaluable. For 

example, because hypertension is a hemodynamic  disorder, 
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Figure 3 Bland–Altman plot of baseline cardiac output between Es Oxi (Electro sensor Oxi, LD Technology) and BioZ Dx Diagnostic system (BioZ Dx; sonosite inc, 
Bothell, WA).
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Figure 4 Bland–Altman plot of stage 1 exercise cardiac output between Es Oxi (Electro sensor Oxi, LD Technology) and BioZ Dx Diagnostic system (BioZ Dx; 
sonosite inc).

measuring a patient’s cardiac output before and after medical 

intervention may assist in the decision-making and evaluation 

of ongoing antihypertensive therapy,36,37 especially given that 

hypertension is only properly controlled in about one-third 

of all cases.32 Different medication classes used in the man-

agement of hypertension make it challenging at best for the 

clinician to determine the optimal therapy for each patient, 

and physician perceptions and patient symptoms negatively 

affect the management and control of hypertension.38,39

Cardiac output, defined as the blood volume in liters 

ejected by the heart per minute, is regarded as the ultimate 

expression of cardiovascular performance. Resting cardiac 

output should be 4–8 L/minute to maintain normal tissue 

perfusion and normal delivery of oxygen and nutrients. 

Cardiac output values outside this range could be a sign of 

CVD, hypertension, stroke, or heart failure. Hence, regular 

cardiac output monitoring plays an essential role in the 

evaluation, treatment, and follow-up of CVD. Accordingly, 

a noninvasive,  inexpensive, safe, and fast device that can 

assess cardiac output and other hemodynamic parameters 

would be a suitable alternative to other techniques that are 

invasive, expensive, and risky in patients with CVD.

Ideally, a technology that measures cardiac output should 

be noninvasive, accurate, and reliable. At present, no single 

device meets these criteria. Intermittent thermodilution is 

widely accepted as the clinical gold standard. This method 

requires the insertion of a pulmonary artery catheter to obtain 

one measurement every 3–4 minutes.40 However, this proce-

dure is clearly too invasive for regular monitoring and general 

assessment of cardiac output. Two existing, less-invasive, and 

continuous methods are Esophageal Doppler monitoring and 

carbon dioxide re-breathing, but both of these require skilled 

operators and expensive measurement devices.40 Among the 

currently-used methods, impedance cardiography is probably 

the only noninvasive and automatic technique. However, the 

impedance device is big and expensive, and its accuracy is 
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often influenced by the change of electrode positions.41 Due 

to these aforementioned disadvantages, these methods are all 

unquestionably limited to bedside use. They are not portable 

or wearable, making them difficult to incorporate into home 

health care monitoring systems. Thus, a digital pulse oxime-

ter with photoelectric plethysmography, such as the ES Oxi 

device is a preferable method to assess cardiac output.42–44 

The demonstrated relationship between ES Oxi and BioZ Dx 

on cardiac output combined with evaluating arterial stiffness, 

SpO
2
%, and blood pressure could be useful for the practice 

management of metabolic syndrome, hypertension, and CVD 

for many physicians.

Conclusion
Given that many Americans are suffering from metabolic 

syndrome and the related maladies of CVD, hypertension, 

and diabetes, the ability to effectively manage these condi-

tions with accuracy, speed, and reliability is necessary. A 

noninvasive and very low-risk device that can accurately and 

quickly portray a patient’s current condition especially with 

an emphasis on body composition, autonomic nervous system 

activity, and cardiac output will enable the clinician to assist 

in planning initial and monitoring follow-up treatment. The 

ES-BC, EIS-GS, and ES Oxi devices managed with the ESC 

software demonstrated overall accuracy with a rapid assess-

ment (measurements can be taken in 5 minutes) compared to 

accepted standard methods for body composition, autonomic 

nervous system activity, and cardiac output without reports 

of any adverse events. The results of the study suggest that 

ES-BC and ES Oxi demonstrate the ability to accurately assess 

body composition and cardiac output compared to standard-

ized instruments, whereas EIS-GS showed marginal predictive 

ability for autonomic nervous system activity as measured 

by HRV and requires further testing. Thus, according to other 

studies,33,34 it seems that EIS-GS measurements are dependent 

on more than just autonomic nervous system activity.
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